Introduction {#S0001}
============

Extracellular vesicles (EVs) are cell-derived particles with a phospholipid bilayer and diameter between 30 and 1,000 nm \[[1](#CIT0001),[2](#CIT0002)\]. Transmission electron microscopy (TEM) is the most widely used instrument to monitor the quality and purity of EV-containing samples, because TEM is able to discriminate single EVs from similar sized non-EV particles \[[3](#CIT0003),[4](#CIT0004)\]. Therefore, TEM is often applied to demonstrate that a sample is of sufficient quality, i.e. it (1) contains EVs and (2) is sufficiently pure, e.g. for therapeutic application or downstream analysis \[[5](#CIT0005)\]. Cryo-EM presents major advantages over conventional TEM using negative staining, among which the preservation of the (near-)native hydrated state of EVs, improved overall resolution, and demonstration of the presence of a lipid bilayer. However, cryo-EM is not widely applied due to availability and time needed per sample \[[6](#CIT0006),[7](#CIT0007)\]. Therefore, cryo-EM is not evaluated in this study.

At present, TEM images are obtained by "operator image selection", meaning that an operator takes images at locations where EVs are present and well visible. To which extent this procedure provides a comparable and reproducible impression of the overall sample quality, however, is questionable. At present, there is a strong tendency to improve the comparability and reproducibility in (bio)medical science, including the new field of EV research \[[5](#CIT0005),[8](#CIT0008),[9](#CIT0009)\]. Therefore, as a first step, we compared operator image selection to images taken at predefined locations from the same TEM grids. We used four commonly applied EV TEM preparation protocols, but minimised the contribution of other variables by using a single EV-containing sample and by imaging on a single TEM instrument. This procedure eliminates differences due to inter-sample variation, and enables a straightforward and "head-to-head" comparison between operator image selection versus images taken at predefined locations.

Materials and methods {#S0002}
=====================

Protocol selection {#S0002-S2001}
------------------

TEM preparation protocols for EV samples were selected based on a literature search in Web of Science (Supplemental Data 1). Articles in English published between January 2011 and November 2016 were included. From the 2,602 included articles, we selected authors that are authorities in the EV field based on co-authorship on the MISEV criteria \[[5](#CIT0005)\], and co-authored at least eight articles which include TEM images of EV samples. From these research groups the most recent protocol was selected. The resulting nine protocols \[[10](#CIT0010)--[18](#CIT0018)\] are summarised in [Table 1](#T0001). These protocols contain three main elements: (1) fixation to preserve EV morphology, (2) adsorption of EVs to a TEM grid and (3) negative staining to enhance the contrast between EVs and the background. From [Table 1](#T0001), it is clear that each protocol has many variables, and there is no variable similar between protocols. Particularly surprising is the absence or presence of fixation using glutaraldehyde (GA), osmium tetroxide (OsO~4~) and paraformaldehyde (PFA). Therefore, we selected one protocol of every fixative to evaluate in this study, except OsO~4~ due to safety regulations of our TEM facility. Furthermore, we also included one protocol which applied UV treatment of the TEM grid to enhance EV adhesion. These protocols are labelled A--D in [Table 1](#T0001). Authors provided additional protocol information upon our request. It should be noted that the grid surface in contact with the sample was always carbon-coated formvar without glow discharge. Even though a thin carbon film or glow discharge may affect the number of EVs and the background quality, we did not apply glow discharge because none of the selected protocols mentioned this.10.1080/20013078.2018.1555419-T0001Table 1.Preparation protocols for transmission electron microscopy of extracellular vesicles.ProtocolA  B  C DFixation          Fixative\--GAGAGAGAGAOsO4PFA Concentration (%)\--2.5 + 2 sucrose2112.50.50.1 Time (min)\-\-\-\-\--10-≥1000Adsorption          Grid materialCuCu/PdNiCuCu\-\--Cu Mesh400-200200\--300-200 Film-FormvarFormvarFormvar-FormvarFormvarFormvarFormvar CoatingCCCC-CC/UV-C Time (min)2-205\--1010--307 WashBlot\--2 × MilliQ\-\--3 × H~2~O-Negative staining2 ×         SubstanceUAUA + MCNanoVanUA-UAUAUAUA Concentration (%)2\--1.5\--21% in 50% EtOH1.75% Time (min)\<2\--0.2\--10157 Wash\-\-\-\-\-\--3 ×-SequenceAd, StAd, StAd, Fx, StFx, Ad, StFx, Ad, StFx, Ad, StAd, Fx, StFx, Ad, StFx, Ad, StReferences\[[10](#CIT0010)\]\[[11](#CIT0011)\]\[[12](#CIT0012)\]\[[13](#CIT0013)\]\[[14](#CIT0014)\]\[[15](#CIT0015)\]\[[16](#CIT0016)\]\[[17](#CIT0017)\]\[[18](#CIT0018)\][^1]

Extracellular vesicle sample {#S0002-S2002}
----------------------------

We applied the protocols to a single urinary EV sample, because urine has low concentrations of non-EV particles such as lipoproteins and protein aggregates \[[19](#CIT0019)\]. Urine was obtained from five overnight fasting healthy male individuals. This study was carried out in accordance with the Dutch law on research with human subjects. The study protocol was waived by the medical ethics committee of the Academic Medical Center, University of Amsterdam. All subjects gave written informed consent in accordance with the Declaration of Helsinki. The urine was pooled and centrifuged to remove cells (8 × 50 mL pooled urine, 10 min at 180 *g*, 4°C, followed by 20 min at 1,560 *g*, 4°C) using a Rotina 46RS centrifuge (Hettich, Tuttlingen, Germany). Cell-free urine aliquots (1 mL) were frozen in liquid nitrogen and stored at −80°C. Prior to analysis, 12 cell-free urine aliquots were thawed at 37°C and removed from the water bath immediately after thawing. These aliquots were pooled and centrifuged (10 min at 1,560 *g*, 4°C) to remove precipitated salts. Next, EVs were concentrated from the supernatant by ultracentrifugation (60 min at 154,000 *g*, 4°C) using a TLA-55 rotor and Optima MAX-XP ultracentrifuge (Beckman Coulter, Fullerton, CA) and washed once in 0.05 µm filtered (Nucleopore, GE Healthcare) phosphate-buffered saline (PBS; 154 mM NaCl, 1.24 mM Na~2~HPO~4~.2H~2~O, 0.2 mM NaH~2~PO~4~.2H~2~O, pH 7.4; supplemented with 0.32% trisodium-citrate). The concentrated EV suspension was divided into four samples, one for each protocol ([Figure 1](#F0001)). Although ultracentrifugation may introduce artefacts in the sample, the same artefacts should be present in all protocols. TEM imaging is possible without the ultracentrifugation step, but requires more images to visualise the same number of EVs. The product of the sample preparation procedure has been characterised previously using TEM, flow cytometry, nanoparticle tracking analysis and tunable resistive pulse sensing \[[18](#CIT0018),[20](#CIT0020)\]. For reference, a particle size distribution obtained by nanoparticle tracking analysis is added to the Supplemental Material (Supplemental Figure 1).10.1080/20013078.2018.1555419-F0001Figure 1.Experimental setup. A single urinary EV sample was thawed and centrifuged to remove precipitated salts. The supernatant was concentrated by a double ultracentrifugation step. Next, the pellet was divided over four Eppendorf tubes to perform the TEM preparation protocols (A--D). From each protocol three grids were imaged at one operator-selected location and at five predefined locations per grid. This resulted in a total of 18 images per protocol.

To verify that the selected final protocol can handle also other relevant types of sample, we also imaged a platelet free plasma sample (30 mL citrate blood from one overnight fasting donor, centrifuged twice for 15 min at 2,500 *g*, protein concentration reduced by size exclusion chromatography \[[21](#CIT0021)\]) by applying this protocol. This sample has been characterised by TEM and tunable resistive pulse sensing previously \[[22](#CIT0022)\].

TEM preparation protocols {#S0002-S2003}
-------------------------

The protocols (A--D in [Table 1](#T0001)) were performed at room temperature on the same day. All used liquids were filtered by 0.22 µm filters (Merck, Darmstadt, Germany). All TEM grids were obtained from Electron Microscopy Sciences (Hatfield, PA). We prepared three grids per protocol. Grids were air dried at the end of each protocol.

Protocol A \[[10](#CIT0010)\]: 10 µL of the EV sample was pipetted onto a 400 mesh copper grid with carbon-coated formvar film and incubated for 2 min. Excess liquid was removed by blotting. The grid was briefly placed on 10 µL of 2% uranyl acetate (w/v; Merck, Darmstadt, Germany), followed by blotting to remove excess liquid. This last step was repeated.

Protocol B \[[13](#CIT0013)\]: The EV sample was fixed 1:1 with 2% glutaraldehyde (v/v; Sigma Aldrich, Saint Louis, MO) for 30 min. A fixed sample of 6 µL was pipetted onto a 200 mesh copper grid with carbon-coated formvar film, and incubated for 10 min. Excess liquid was removed by blotting. The grid was washed twice by brief contact with 100 µL MilliQ water, followed by blotting to remove excess liquid. Next, the grid was placed on 30 µL of 1.5% uranyl acetate (w/v) for 12 s.

Protocol C \[[16](#CIT0016)\]: A 300 mesh formvar/carbon film nickel grid was placed in a laminar flow cabinet to treat with UV light (TUV30W G30T8, Philips, Eindhoven, the Netherlands) for 15 min. Then, the grid was incubated on 15 µL of EV sample for 10 min. Next, the grid was fixed by placing it on 15 µL of 2.5% glutaraldehyde in PBS (v/v). After 10 min, the grid was placed on 15 µL 2% uranyl acetate (w/v) for 10 min.

Protocol D \[[18](#CIT0018)\]: The EV sample was fixed 1:1 with 0.2% paraformaldehyde (w/v) for at least 18 h. A 200 mesh copper grid with carbon-coated formvar film was incubated onto 10 µL of fixed sample for 7 min. Next, the grid was placed on 10 µL of 1.75% uranyl acetate (w/v) for 7 min.

Transmission electron microscopy {#S0002-S2004}
--------------------------------

Images were acquired using a single TEM instrument (Fei, Tecnai-12; Eindhoven, the Netherlands) at 80 kV. Illumination was performed with e-beam spot size 2 and filament 30. Images result from the average of two 700 ms acquisitions on a Veleta 2,048 × 2,048 side-mounted CCD camera and Imaging Solutions software (Olympus, Tokyo, Japan). The "mean intensity" was 5,000--6,000. All grids were oriented with the "1" mark on a fixed position in the TEM specimen holder. To find a magnification that shows as many EVs as possible on a single image with sufficient detail to distinguish EV morphological features, we evaluated images at magnifications of 150,000×, 98,000× and 49,000× ([Figure 2](#F0002)). The higher magnification image appears to have a better background quality, i.e. fewer non-EV particles that may interfere with EV recognition. However, this is due to selection of the image area, as shown in panels B and C. From the insets, it can be seen that a lower magnification results in lower contrast and less sharp images compared to a higher magnification. These differences are small, however, and do not interfere with the identification of a cup-shaped particle. Thus, for the rest of the study, we evaluated images at 49,000× magnification (2.2 × 2.2 µm/image, 1.1 × 1.1 nm/pixel). The defocus was set for each image location and was not stored.10.1080/20013078.2018.1555419-F0002Figure 2.Impact of magnification on image quality. The operator selected an image location containing a high number of EVs and relatively low background, and imaged this location at magnifications of 150,000×, 98,000× and 49,000×. The insets show the same 230 × 230 nm area at each magnification. The contrast and sharpness of the image decrease at lower magnification. However higher magnification reduces background if the background is no longer part of the image area.

We obtained six images per grid, for a total of 18 images per protocol. In concordance with common practise in the EV field, the operator selected a high-quality image per grid. This image contained a high number of EVs and relatively low background. To provide an "indication of the heterogeneity of the EV preparation studied" \[[5](#CIT0005)\], the common practise is to include an overview image showing the surroundings of the high-quality image at lower magnification ([Figure 3](#F0003)). To get a general impression of the grid, we imaged at five predefined locations for every grid of each protocol. These five locations were chosen in a line from near one edge of the grid to the other, and if a location was obscured by the mesh, we moved to the nearest transparent location.10.1080/20013078.2018.1555419-F0003Figure 3.Overview of images after operator image selection. TEM images obtained from a single urinary EV sample by the four evaluated protocols. The white outlines indicate the image that we would normally show. The overview image is typically shown in Supplemental Material to "show the heterogeneity of the sample\". Panel letters correspond to protocol name, scale bar represents 1 µm and is the same for all images.

TEM image evaluation {#S0002-S2005}
--------------------

Because the urinary EV sample mainly contains EVs, we define EVs as particles with a diameter ≥ 30 nm with sufficient contrast for semi-automated segmentation (Supplemental Figure 2) using the Quick selection tool of PHOTOSHOP v11.0.2 (Adobe Systems, San Jose). A custom Javascript was used to extract the number of EVs per image, and the surface area per EV. The EV diameter was calculated from the surface area using *d = √(4A/π)*, which approximates the EV diameter in suspension \[[18](#CIT0018)\]. EVs on the edge of the image, or overlapping with annotations were excluded because the diameter of such EVs could not be determined. In TEM, a commonly applied morphological definition of EVs is "cup-shape" \[[23](#CIT0023)--[25](#CIT0025)\]. Therefore, the same procedure was performed to select cup-shape EVs only (Supplemental Figure 2).

All the TEM images were rated from 1 (poor) to 5 (excellent) by four researchers based on image quality and the background quality. High image quality means the image is suitable for EV research, high background quality means the absence of non-EV particles that interfere with EV recognition. The images were placed in random order to blind the researchers to the protocol. Contrast is defined as the difference between EVs and the background. Background is defined as visible proteins, salts and large non-EV aggregates. Both a low contrast, as well as high background will interfere with the overall recognition of EVs.

Statistics {#S0002-S2006}
----------

Statistical analysis was performed in Prism 7.0 (GraphPad, La Jolla, California, USA). The coefficient of variation (%CV) is defined as the standard deviation divided by the mean times 100%. For each image, the number of EVs, the % cup-shape, the image quality and the background quality was evaluated. Statistical analysis was performed to determine whether observed differences between grids or between protocols can be explained by chance alone. Within each protocol, an analysis of variance (ANOVA) was applied to compare the five images for each grid. The student's t-test was applied to compare the operator-selected images to the images taken at predefined locations. Between protocols, the student's t-test was applied to compare the 15 images for each protocol. No significant differences (*p* \> 0.05) are expected if the TEM image is not substantially affected by either the practise of operator image selection or the TEM preparation protocol.

Results {#S0003}
=======

To study the effects of four protocols on the obtained TEM images, we imaged a single EV sample using these four protocols. We evaluated each protocol by both the current practise of operator image selection as well as by images taken at predefined locations. The comparison between protocols is based on the number of EVs, % cup-shape EVs, image quality and background quality.

Operator image selection {#S0003-S2001}
------------------------

The current practise is that an operator selects a high-quality image, and includes an overview image of the surroundings. [Figure 3](#F0003) shows the overview image of a high-quality image (white square) for each protocol. High-quality TEM images can be obtained with all protocols by operator image selection, although some differences are visible between the protocols with regards to the number of EVs per image, % cup shape EVs, contrast, and background. Nevertheless, based on [Figure 3](#F0003), the quality of the obtained images seems to be only modestly affected by the four different protocols.

Qualitative evaluation {#S0003-S2002}
----------------------

[Figure 4](#F0004) shows the TEM images obtained by both operator image selection and at predefined locations for protocol A. The EVs are easily visible and recognisable, because the contrast is high and the background is low. TEM images taken by operator image selection are comparable to the TEM images taken at the predefined locations. Therefore, operator image selection produces images that are representative for protocol A.10.1080/20013078.2018.1555419-F0004Figure 4.TEM images obtained with protocol A. TEM images obtained after operator image selection and at predefined locations for three grids. Scale is the same for all images, bar represents 500 nm.

The TEM images obtained with protocol B are shown in [Figure 5](#F0005). While the contrast and background are low overall, within a single grid extreme differences in contrast are present. Several images are almost devoid of EVs, and other images lack contrast, making it difficult to recognise EVs. Operator image selection may be needed for a high-quality EV image, because of the differences in contrast between images obtained at predefined locations.10.1080/20013078.2018.1555419-F0005Figure 5.TEM images obtained with protocol B. TEM images obtained after operator image selection and at predefined locations for three grids. Scale is the same for all images, bar represents 500 nm.

The contrast in TEM images obtained with protocol C ([Figure 6](#F0006)) is high. EVs are visible in all images but there is moderate to high background in most images. In images with high background it is difficult to identify EVs. To obtain a high-quality EV image operator image selection is needed, but the resulting image does no longer represent the grid.10.1080/20013078.2018.1555419-F0006Figure 6.TEM images obtained with protocol C. TEM images obtained after operator image selection and at predefined locations for three grids. Scale is the same for all images, bar represents 500 nm.

[Figure 7](#F0007) shows the TEM images obtained with protocol D \[[18](#CIT0018)\]. In most images, the contrast is high, but so is the background which contains visible salt deposits. Due to the background, identification of EVs is the most difficult in protocol D. A predefined location is likely to yield a poor image, and operator image selection is tedious.10.1080/20013078.2018.1555419-F0007Figure 7.TEM images obtained with protocol D. TEM images obtained after operator image selection and at predefined locations for three grids. Scale is the same for all images, bar represents 500 nm.

Quantitative evaluation {#S0003-S2003}
-----------------------

For all images, we quantified the number of EVs, the % cup-shape EVs, the image quality, and the background quality. The data are summarised in [Figure 8](#F0008) and in Supplemental Table 1. Because we used a single EV-containing sample and made all images using a single TEM instrument, we can compare the data obtained with the four protocols ([Table 2](#T0002)). The size distributions of EVs do not differ between protocols (Supplemental Figure 1).10.1080/20013078.2018.1555419-T0002Table 2.Statistical comparisons between grids of each protocol (ANOVA), between operator selected and predefined locations (student's t-test) and between protocols (student's t-test).EVs/image% cup-shape ABCD ABCD**A**\*0.002\<0.0010.0010.73**A**\*\<0.0010.005\<0.001\<0.001**B** \*0.650.99\<0.001**B** \*0.650.0080.87**C**  \*0.08\<0.001**C**  \*0.77\<0.001**D**   \*0.005**D**   \*0.05**Operator selected**0.0050.0020.0090.02**Operator selected**0.290.070.010.03Image qualityBackground quality ABCD ABCD**A**\*0.070.060.340.002**A**\*0.070.28\<0.001\<0.001**B** \*0.580.230.68**B** \*0.87\<0.001\<0.001**C**  \*0.110.02**C**  \*0.030.01**D**   \*0.02**D**   \*\<0.001**Operator selected**0.070.150.100.03**Operator selected**0.130.920.590.03[^2]10.1080/20013078.2018.1555419-F0008Figure 8.Summary of image properties by protocol and grid. Total number of EV per image (a), % cup-shape of total EVs per image (b), image quality (c) and background quality (d) are shown for the four TEM preparation protocols. Each symbol represents one image. Circles indicate images taken at predefined locations, x indicates operator image selection. Horizontal bar shows the mean value of predefined image locations per grid.

Operator image selection leads to TEM images with a higher number of EVs, higher image quality and higher background quality compared to images taken at predefined locations. Furthermore, the TEM images are more similar between protocols ([Figure 8](#F0008) and Supplemental Table 1). Because there are three operator-selected images per protocol, we did not perform statistical comparisons of operator-selected images between protocols.

For predefined images within protocol A, the differences were not significant for image quality and background quality (both *p* = 0.07). For protocol B, the differences were not significant for any of the parameters (*p* = 0.58--0.87). For protocol C, differences were not significant for number of EVs per image (*p* = 0.08), % cup-shape (*p* = 0.77) and image quality (*p* = 0.11). For protocol D, all the differences were significant (*p* \< 0.05).

Within protocols, the number of EVs per image ranged for protocol A from 83 to 233, for protocol B 40 to 165, for protocol C 35 to 207 and for protocol D 91 to 273. Protocols A and D resulted in a 1.8-fold higher mean number of EVs with a lower %CV compared to protocols B and C. The number of EVs per image were comparable between protocols A and D (*p* = 0.73), and between protocols B and C (*p* = 0.99).

The number of cup-shape EVs per image ranged between 3 and 96. The % cup-shape was lowest for protocol A (14%) followed by B and D, 29% and 28%, respectively. Protocol C had the highest % cup-shape EVs, 46%.

Each image was scored on a scale from one (poor) to five (excellent) by four researchers. Based on rating, the mean image quality was 3.0, 2.5, 2.8 and 2.4 for protocols A, B, C and D, respectively (Supplemental Table 1). Between protocols there was a 1.3-fold difference in image quality score, and within protocols the variability in quality was comparable (%CV 24--29), except protocol B, which had a %CV of 47. Images from protocol A were rated highest for suitability for EV research ([Figure 8c](#F0008)). Differences in image quality were not significant between protocols A-B (*p* = 0.06), A-C (*p* = 0.34), B-C (*p* = 0.23) and B-D (*p* = 0.68).

The mean background quality was 3.4, 3.4, 2.8 and 2.2 for protocols A, B, C and D, respectively (Supplemental Table 1). The relatively high scores for protocols A and B are probably due to less non-EV particles that interfere with EV identification ([Figure 8d](#F0008)). The background quality differed between protocols, except between protocols A and B (*p* = 0.28).

Discussion {#S0004}
==========

The ideal TEM EV preparation protocol results in TEM images that best represent the EV sample, even though it will never be perfect. These images should enable the assessment of the presence of EVs as well as the quality and purity of the sample. Furthermore, providing such images for all EV-related publications should facilitate the comparability between results obtained in different studies \[[5](#CIT0005)\].

To improve the reproducibility and reliability of TEM results, the influence of the preparation protocol should be minimised by developing a consensus protocol. Ideally, operator influence should be minimised or even eliminated. If this is not possible, the procedure of operator image selection should be well defined, and only allow the operator to eliminate obvious flaws.

The common practise within the EV field is to have an operator select a high-quality image of EVs, and to show the heterogeneity of the sample by providing an overview image. Operator image selection results in high-quality images but influences the results through observer bias. While the image contrast and background are clearly protocol dependent based on the images taken at predefined locations, the influence of the protocol is incorrectly marginalised by the operator image selection. In our facility, the operator searches for a field with a high number of EVs and low background. The parameters of our previous standard protocol (protocol D) had been extensively optimised using operator image selection. In hindsight, operator image selection stood in the way of a proper optimisation because protocol differences were effectively minimised by operator image selection. In our view, predefined locations are the least subjective, and operator image selection without any restrictions (e.g. time or area searched) the most subjective approach to image selection. Regardless of the method for image selection, it may be needed to discard an entire grid due to overall quality issues, for example due to ruptures in the formvar film, cleanliness, etc. Furthermore, the inclusion of an overview image proved ineffective to demonstrate that the images within the white squares in [Figure 3](#F0003) were not representative of the grids.

The selection of nine different protocols used in the EV field ([Table 1](#T0001)) shows that there are at least 13 parameters within each protocol that may influence the TEM images. Because several parameters are interdependent there is no straightforward way to optimise a protocol. Based on predefined image locations, the comparison of four protocols applied in the EV field demonstrates that the protocol choice affects the outcome of the experiment through differences in number of EVs per image, contrast and background quality. Low contrast and/or high background interfere with recognising EVs. Protocol A is straightforward, results in a high number of EVs with high contrast, and a low background, and can also be applied to identify EVs in plasma, see Supplemental Figure 3. Before removal of proteins in plasma, the background overshadows all EVs, but after protein removal by size exclusion chromatography protocol A was suitable \[[21](#CIT0021)\]. In addition, protocol A does not use fixation, which has the lowest probability of interfering with immunogold-EM.

Based on our results, a standard TEM protocol is needed, and specify all properties listed in [Table 1](#T0001), and should include a clear guideline on how to select image locations. The selection of locations should be as objective as possible, and sufficient images should be made available for others to assess the quality of an EV sample, possibly more than the five images per grid we applied here. A standardised protocol for sample preparation and imaging will enhance the comparability and reproducibility of TEM within the field of EV research.
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###### Supplemental Material

[^1]: \- not described and/or not performed; Ad, Adsorption; Fx, fixation; GA, glutaraldehyde; MC, methylcellulose; min, minutes; PFA, paraformaldehyde; St, negative staining; UA, uranyl acetate

[^2]: *p* value shown, \*Between grids of same protocol.
